[Adaptation of the orthopedic-operating table SM 1 for monitoring of the hip joint with the Luminax X21 roentgenological apparatus].
The difficulties in monitoring of the hip joint with the Luminax X21 apparatus encountered by the author at surgery on the original SM 1 operating-table made him to exchange the outrigger supporting the sacrum. The author's outrigger is not an obstacle in entering an X-ray apparatus under the hip joints.